Abstract-Work is presently carried out in Europe to change the status of the microwave radiometer, namely, to develop it from a research instrument to an operational instrument-especially for measuring oil pollution on the sea surface. The Technical University of Denmark (TUD), with its long experience in airborne microwave radiometry, is heavily involved in this process. The TUD multichannel imaging radiometer system has been flown in several large-scale oil-pollution experiments, the collected data have been analyzed, and they have revealed that care must be exercised to obtain accurate oil volume estimations. Computer simulations of the total measurement situation have shown how the observed difficulties come about and have indicated the countermeasures to apply. Based on the above-mentioned exercises, optimum (and practical) systems are being developed.
I. INTRODUCTION THE TECHNICAL University of Denmark (TUD) has
lately participated in oil-spill remote-sensing experiments with its airborne multifrequency imaging radiometer system-originally developed for sea ice investigations in the arctic region. Side-looking radars and multispectral scanners offer great potential for detection and mapping of oil spills on the sea, but the microwave radiometer offers a unique potential for the determination of oil-slick thickness, hence eventually total oil volume within the slick [I] - [3] . So, there is at present within Europe a great interest in turning the microwave radiometer from a research instrument into an operational oil mapping and quantifying instrument.
Steps on the path of development have been the execution of large-scale experiments, in which known quantities of oil were spilled at sea to be measured by a variety of sensors, including the TUD radiometers.
In September 1982 the Institut Francais du Petrole carried out their Protecmar 82 oil-spill experiment in collaboration with the Joint Research Centre (JRC) of the Commission of the European Communities. Through JRC, TUD participated in this experiment. Five cubic meters of oil were released from a ship to initially cover roughly 10 m x 2000 m. This very thin and well controlled slick was sensed by the TUD radiometers, and on three different passes the total oil volume was measured to 5.6 m3, 6 .6 mi3, and 5.8 mi3.
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Having experienced such rather pleasing results, the ardour was great to carry out new exercises with larger oil volumes and larger thickness variations to assess the accuracy of volumetric determinations under more realistic circumstances.
In October 1983 the JRC carried out their Archimedes 83 experiment in which numerous sensors mounted on 8 aircraft took part. The TUD radiometers measured the 40-m3 pure-oil release of that experiment, and consistent underestimations of the volume were noticed. The measurements will be described, and a discussion of the results will be carried out in the following sections. The dielectric constant (E) of sea water is calculated after [5] and corresponds to a salinity of 39%o and a sea temperature of 20°C. The dielectric constant of oil is taken as 2 + j 0.01, which is a typical value from the literature.
It is seen that a 34-GHz channel alone gives good resolution of thin layers, but less than 2 mm can be measured unambiguously. A 17-GHz channel alone can measure up to 3.5 mm of oil, but with poor resolution below 1 mm. A combined 17-and 34-GHz system of course combines the merits of each channel and is able to measure slick thicknesses up to 3.5 mm with good accuracy throughout the range.
The addition of a 5-GHz channel to this system extends the measurement range up to 12-13 mm: The high-frequency channel still measures the thickness with good resolution, while the low-frequency channel solves the ambiguity problem. 12.00 Z, another around 17.00 Z (both on the day of the spill), and one the next morning around 10.00 Z. Imagery from all three flights will be shown, while only one profile from the last flight is presented. Due to a failing 17-GHz local oscillator, recordings were only made at 5 and 34 GHz during the entire experiment.
A. The Imagery
In Fig. 2 is shown a color photograph of the three examples of imagery to be discussed in the following. The original 34-GHz data have been processed for oil thickness by computer mapping according to a piece-wise linear approximation to the first ascending part of the 34-GHz curve in Fig. 1 . Each pixel shows the average thickness of the oil layer within that pixel according to the color code at the bottom of the photo. The width of one image is 500 m. Headings are: 52, 179, 180 "flying" from bottom to top of the images. Pixels are 10 x 10 m.
By an integration over the image, the total amount of oil is found as measured on the three different passes: 17, 32.5, and 32 mi3, and the results are printed under each pass.
At 34 GHz the brightness temperature increase over the oil never exceeded some 20 K, indicating that the mapping to oil thickness should be safe: As Fig. 1 shows, ambiguity problems are not expected until increases in the order of 100 K are noticed. The 5-GHz channel only showed marginal responses to the oil film-still too thin/ small for this relatively low frequency.
From the three sequential images it is clear how the oil spreads out to cover larger and larger areas as time passes. Actually, it is not certain that the whole oil slick was encompassed by the 500-m swath of the radiometer system on the last pass. It is clear that a noticeable underestimation of oil volume takes place, especially in the first example where the spreading is still limited and the oil assumes its largest thickness values.
B. The Profiles
In Fig. 3 is shown an example of the profiles obtained during the mission. The brightness temperature as measured by the two operating channels is shown on a relative scale. Note the 50-K bar to the left in the figure. On the right-hand side of the figure are shown oil thickness scales for the frequencies as calculated from Fig. 1 . From the low altitudes of 100 m, the spatial resolution of the 5-GHz radiometer is adequate to ensure reasonable antenna beam filling factors when observing the patches of thicker oil. It is evident that the 5-GHz channel reads much larger oil thicknesses than the 34-GHz channel. Likewise, it is evident that the 34-GHz channel never reaches its maximum reading of some 120-K brightness temperature increase, which would be expected for the apparently thick oil in question-and which would indicate that this channel was approaching its ambiguity range. Similar observations and some discussion thereof are found in [6] .
V. COMPUTER SIMULATIONS OF THE MEASUREMENT SITUATION During the discussions in the previous section, two problems were pointed out: For relatively thick oil layers, the 5-GHz channel reads much larger thicknesses than the 34-GHz channel (profiles), and the estimation of total oil volume based on 34-GHz imagery suffers (in some cases severely) underestimation-in both cases without the 34-GHz brightness temperature approaching its theoretical maximum as a sign of caution. In the following, computer simulations of the measurement situation will show how these discrepancies between our expectations and real measurements can come about.
For simplicity, a two-dimensional model is adopted, but the conclusions drawn from that are directly applicable to the three-dimensional case qualitatively. The computer program works in four major steps and the output curves (see Fig. 4 ) are directly related to those:
1) The user defines the input scenario, that is, the oil thickness distribution, and this is displayed as the upper curve. Thickness D (0-5 mm) is a function of N (0-250), which could be regarded as distance in meters. The total "volume" is calculated as the integral of the thickness distribution over N and printed as "TOT."
2) Using the methods that also underlie Fig. 1 , the program calculates the brightness temperature as a function of N and this is displayed as curve 2 (TB in degrees Kelvin). TB is the brightness temperature increase over oil compared to that of the unpolluted sea.
3) A simplified, but realistic, antenna pattern (cosine thickness is comparatively small at this larger wavelength.
VI. OIL/WATER MIXTURE
The determination of oil thicknesses, hence total oil volume, from the radiometer measurements is based on Fig. 1 , or rather the model behind Fig. 1 constant of the oil layer departs drastically from this value, say by a factor of 2, problems arise.
It is well known that many oils are able to mix with sea water and form stable emulsions, so-called chocolate mousse. Up to at least 50-percent water content can be found in such an emulsion. It is intuitively clear that the dielectric constant of mousse with 50-percent water content cannot remain 2 + j 0.01 recalling the very large dielectric constant of sea water (see Section II).
Laaperi [6] has carried out dielectric measurements on oil/water mixtures with up to 50-percent water content. The measurements were made around a frequency of 1 GHz, but they can be scaled to other frequencies by taking into account the changing value of sea water's dielectric constant with frequency. (For the frequency range considered here, the dielectric constant of oil can be considered frequency independent). In Fig. 10 is shown PW is the water fraction = (1 -P0).
Inserting known values in the above formula, a new set of curves are generated and included in Fig. 10 . A nice agreement between measured and calculated values is noticed. Again, the computer program responsible for Fig. 1 has been run, but this time with different values of dielectric constant for the oil layer corresponding to different water content in the oil, and only concerning 34 GHz. The results are shown in Fig. 11 .
From the curves it is clear that the model used so far for translating measured brightness temperatures into oil thickness (based on the pure oil dielectric constant) runs into serious troubles, if the oil on the sea surface had indeed contained a large amount of water. Assume a measured brightness temperature of 180 K. If this arises from an oil layer with 50-percent water content, this layer would have been 0.6 mm thick. But, our oil algorithm assumes the curve corresponding to 0-percent water contents and estimates a layer thickness of 1.3 mm.
From this discussion two things are learned: If oil/water mixtures are formed on the sea surface as a result of an oil spill, the microwave radiometer measurements will tend to overestimate the layer thicknesses and thereby the total amount of oil. Secondly, this mechanism cannot explain the observed underestimations of oil thicknesses given special attention in this paper-on the contrary! VII. CONCLUSIONS The scanning microwave radiometer has again demonstrated it ability to detect the thicker parts of an oil slick on the sea surface. Actually, the radiometer also measures the thickness of the oil in each pixel and estimation of the total oil volume is possible by integration.
An experiment carried out in 1982, in which a rather thin well-controlled oil spill was sensed, showed excellent agreement between estimated volume and known quantity. It has always been realized that for a given frequency, this estimation accuracy is only possible within certain oil thickness limits due to ambiguity for great thicknesses. It has been anticipated that given a measurement of a large/thick oil slick, extreme brightness temperature increases would serve as a warning of possible ambiguity problems leading to severe underestimation of slick thickness, hence total volume. This is not, however, necessarily true.
In a second experiment (1983), involving a substantial 40-mi3 spill, the oil thickness and volume were generally underestimated by up to a factor of 2, and the measured brightness temperatures stayed at confidently low values. The explanation to this problem is sought in the fact that the antenna makes a linear averaging over its footprint of the brightness temperature scenario and not of the thickness distribution-and the relationship between oil thickness and brightness temperature is far from being linear! Hence, if the spatial oil thickness distribution is not varying so slowly, that it can be regarded as almost constant on a scale equal to the footprint size (which it probably does not in real life!), inaccuracies arise. Computer simulations of the total measurement situation have been carried out, and they show how a given input oil thickness scenario may be underestimated by a factor of 2-3, without the measured brightness temperatures reaching alarming values indicating possible ambiguity problems.
The problems of underestimation of reasonably sized slicks can be solved by simultaneous inspection of the 34-GHz channel and some lower frequency channel. For the present slicks, a channel between 10 and 18 GHz would probably yield a rather correct estimation. Unfortunately, only a 5-GHz channel was operative during the experiment, and this frequency is so low that the present oil slicks, although too thick for the 34-GHz channel, were marginally thin.
From an operational point of view the benefits of even a one-frequency radiometer is clear, however. Even with possible underestimations of a factor of 2-3, the information is useful. But, it is felt that operational radiometers should have at least two channels: One in the 30-40 GHz range and one in the 10-18 GHz range.
Also from an operational point of view the imaging mode seems the most powerful: The areal extend of the oil is directly depicted in just one pass, the thickness of the oil is measured with sufficient accuracy to assess the total oil volume in the slick, and the navigation of the aircraft is straightforward due to a reasonable swath width of the imaging radiometer.
Concerning the low flying profiling mode, a few points should be made: 1) The thickness of the oil is measured with great accuracy and resolution. 2) Detailed thickness distributions within the oil slick can be measured. 3) Navigation of the aircraft is delicate over limited sized slicks. 4) The measured profiles must in some semi-automatic way be superimposed on imagery of the oil slick (IR/UV scanner for example) taken simultaneously from the same aircraft, if they are to be of any use.
VIII. RECOMMENDATIONS FOR A PRACTICAL SYSTEM
The system must be imaging. In just one pass the areal extent of the oil is directly depicted and the thickness of the oil is measured, hence, an assessment of the total oil volume within the slick is possible. The navigation of the aircraft over the oil spill is straightforward due to a reasonable swath width of the imaging radiometer.
The system must comprise two channels: one in the 30-40 GHz range and one in the 10-18 GHz range. The The brightness temperature of the sea is at both horizontal and vertical polarization strongly dependent on incidence angle (see Fig. 12 ). Considering the line scanner shown in Fig. 13 , where a vertically polarized horn illuminates the offset parabolic reflector, a high degree of polarization mixing takes place as soon as the antenna beam scans off nadir. Also in Fig. 12 out to +55°. To further enlighten the subject, Fig. 14 shows how the brightness temperature varies with scan angle, not only for the unpolluted sea but also for an oilcovered sea (with slick thickness as parameter). The variations are small and gentle, and easy to correct for in the data analysis algorithms. A system like the one illustrated in Fig. 13 is under development at TUD and in Danish industry. It comprises a dual-frequency total power receiver (37 and 11 GHz), a scanning offset parabolic reflector, and on-line digital data processing and image presentation. It is intended for installation in even small aircraft.
